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A CT-based navigation system is helpful to evaluate the reamer shaft and the impactor position/orientation during unilateral total
hip arthroplasty (THA). The main objective of this study is to determine the accuracy of the Navitrack system by measuring the
implant’s true anteversion and inclination, based on pre- and postoperative CT scans (n = 9 patients). The secondary objective
is to evaluate the clinical validity of measurements based on postop anteroposterior (AP) radiographs for determining the cup
orientation. Postop CT-scan reconstructions and postop planar radiographs showed no signiﬁcant diﬀerences in orientation
compared to peroperative angles, suggesting a clinical validity of the system. Postoperative AP radiographs normally used in clinic
are acceptable to determine the cup orientation, and small angular errors may originate from the patient position on the table.
1.Introduction
The orientation of the acetabular component has been
shown to be a signiﬁcant factor aﬀecting the risk of
dislocation, impingement, and wear between components
in patients undergoing total hip arthroplasty (THA) [1–
3]. The prevalence of implant dislocation following THA
ranges between 1% and 5% and represents a signiﬁcant
cause of early failure [4–7]. In addition to dislocation,
implant impingement causes excessive wear of the cup liner
through the impaction of the neck and creation of debris,
a contributor to implant loosening via bone resorption.
Therefore, a proper implant positioning is essential in order
to reduce the incidence of impingement and the risk of
associated complications. Despite the availability of many
techniques of stabilizing and positioning the pelvis during
the surgical procedure, many surgeons admit that it is
diﬃcult to know precisely how the patient’s pelvis is oriented
during surgery. This may lead to improper cup placement
when using mechanical guides [8–10]. To improve this
particular phase of the surgery, a navigation system was
designed to help surgeons to evaluate the reamer and the
impactor position/orientation during surgery. This system’s
precision is crucial because it can have a direct eﬀect on
the ﬁnal cup placement [11, 12]. Several validation studies
using plastic bone models and cadavers were undertaken
by Orthosoft Inc. to assess the system’s accuracy, which
demonstrated a global error in cup orientation (<2◦ in
95% of cases and <5◦ for 99% of cases, unpublished data).
To evaluate the system’s accuracy with patients, data was
gathered to estimate the system’s validity. In this regard, the
precision and validity of the “Navitrack” system at inserting
pedicle screws has already been established [13].
The ﬁrst aim of this study was to compare the cup
orientation angles provided by the Navitrack navigation
system and the true cup position. A second objective was
to compare the cup orientation measured on standard AP
radiographs to the cup orientation measured from the
postoperative CT-scans. This would allow estimating the
discrepancy of the cup orientation from 2D radiographs,2 Advances in Orthopedics
which is a standard postoperative validation method used in
clinic.
2.MaterialsandMethods
The clinical validation was conducted on 9 patients under-
going unilateral THA. The average patient age was 58 years
old (range 46–77 years); including 1 woman and 8 men.
The aﬀected hip was on the right side in 5 cases and on
the left side in 4 cases. The Converge acetabular cup from
Zimmer was positioned during surgery using the Navitrack
Total Hip Replacement (THR) 1.3 system. This protocol
was approved by the Sacr´ e-Coeur hospital research ethics
committee, all patients were informed about this protocol
before their surgery, and they signed a consent form.
The navigation system includes a software module to
reconstruct the bone model of each patient based on com-
puter tomography-scan (CT-scan) data. The preoperative
CT-scan was matched with the intraoperative position of
the patient’s pelvis using a surface registration process. The
patient’s pelvis model was registered in space with a surface
matching algorithm by using a pointer device equipped
with reﬂecting spheres that can be tracked by an optical
localization system (Polaris, Northern Digital Instruments).
Reﬂective spheres were also used on a reference ﬁxed on
the iliac crest during the registration process, permitting
the pelvis localization on the operating table. In addition,
reﬂective spheres were attached to the acetabular reamer and
the cup impactor, enabling their real-time tracking position
during the procedure as shown in Figure 1. Furthermore,
after the reaming process using the navigated reamer, the
surgeon used the Zimmer standard mechanical impactor
to position the cup. Next, the mechanical impactor was
unscrewed without moving the acetabular cup and replaced
by the navigated impactor to measure the orientation and to
reposition the cup as needed.
For all surgeries performed in this study, the acetabular
cup size and orientation were predetermined from the
preoperative planning module using the Navitrack system.
The preoperative cup size, position, and orientation within
the 3D reconstructed pelvis are displayed during the surgery
as shown in Figure 1. Postoperatively, a scan was performed,
and a 3D model including the pelvis and the cup was built,
in order to determine the real cup orientation. Secondly,
postoperative AP radiographs were taken, and ﬁlms were
digitizedusingaverticalscannertoevaluatetheﬁnalposition
of the cup. Technical details concerning the validation
process of CT-scans and radiographs are described below.
2.1. Clinical Validation Using CT-Scans. The CT-scan data
was compared to the ﬁnal navigation angles (system values)
obtained during the surgery using the THA Navitrack
system, which relates the cup position to the pelvic frontal
plane(i.e.,theplanedeﬁnedbythebilateralanteriorsuperior
iliacspinesandtheanteriorpubictubercles).Apostoperative
scan was obtained from every patient within ﬁve days after
surgery, to create a 3D image of the pelvis including the cup.
In order to compare the pre- and postoperative models, an
algorithm was developed, using several common landmarks
on both 3D pelvis bone models, to virtually match the
3D models. The preoperative model includes the pelvis
and the exact position of the coordinate systems that was
established before surgery. Therefore, once both models are
superimposed, the orientation of the cup (inclination and
anteversion) is determined using a vector perpendicular to
the plane deﬁned by the peripheral ring (equator) of the
cup using the same coordinate system than the intra-op 3D
model. An example of the validation process is shown in
Figure 2.
2.2. Validation Using Planar Radiographs. Postoperative
radiographs centered on the pelvis were taken, and the
ﬁlms were digitized using a vertical scanner (Vidar, Diag-
nostic Pro Plus). The Imagika 1.50 software was used to
measure the cup orientation as shown in Figure 3.T o
determine the anteversion, the ratio of the major and minor
ellipses was used, which corresponds to the dark portion
of the cup according to the method of Ackland [14].
The inclination of the cup was determined by measuring
the angle between a line joining the ischial tuberosities
or the teardrops and a line through the long axis of the
ellipse. In addition, nomograms, which are used in the
literature [15] to convert radiograph angles into anatom-
ical angles, were used to compare the anteversion and
the inclination values of postoperative radiographs with
those of the Navitrack navigation system. The anatomical
inclination is deﬁned by the angle between the impactor
and the cranio-caudal patient axis. The anatomical antev-
ersion represents the angle between the lateral axis and
the projection of the impactor axis on the transverse plane
[16].
2.3. Statistical Analysis. A nonparametric Wilcoxon signed
rank test was used to compare the diﬀerences in the angular
orientations of the acetabular implants between the ﬁnal cup
placement during the surgery and the postoperative scan
evaluations. This test was also used to compare the ﬁnal
cup orientation between the postoperative scans and the AP
radiographs centered over the pelvis. The signiﬁcance level
was set at P<. 05.
3. Results
3.1. CT-Scan Validation. The orientation of the acetabular
cup measured using a navigation device was determined
from postoperative CT-scans and AP radiograph images.
Data from 9 patients are shown in Table 1. The planned cup
orientation that was established before the surgery was 47 ±
2◦ in inclination and 22◦± 2◦ in anteversion. This target cup
orientation was the ideal position during the surgery. The
average ﬁnal cup orientation at the end of surgery was 48 ±
6◦ in inclination and 25◦± 3◦ in anteversion. To validate the
ﬁnal position of the cup, postoperative 3D reconstructions
of the pelvis and the cup were performed, using CT-scan
images, to measure the actual cup orientation. The average
inclination of 45 ± 5◦ and the anteversion of 24 ± 3◦ ofAdvances in Orthopedics 3
Figure 1: Representation of the preop cup placement (red) and the real cup position (blue) during the impacting process. An actual
inclination of 44◦ and an anteversion of 29◦ are shown from an AP view (top left), a right side view (top right), and a top view including a
yellowcuttingplanethatpermitthevisualizationoftheposteriorportionofthepelvis(bottomleft)andtheplannedcup(red)andnavigated
cup (blue) (bottom right).
Figure 2: Example of a CT-scan validation process, where both models (pre- and postoperative) are superimposed to calculate the cup
orientation based on the coordinate system deﬁned preoperatively.4 Advances in Orthopedics
Table 1:Acetabularcupinclination(inc)andanteversion(ant)usingpostoperativeCT-scanandAPradiographimagesfrom9patientsafter
THA.
Cup orientation
values—Patient no.
Planned (pre-op)
cup orientation
(inc/ant)
Per-op cup
orientation
(Navitrack system
readings)
(inc/ant)
Postop CT-scan
(inc/ant)
Δ between postop
CT-scan and
per-op reading
(inc/ant)
Postop AP
radiograph
reading (inc/ant)
Δ between AP
radiograph and
postop CT-scan
(inc/ant)
Patient 1 46/20 44/29 43/27 −1/−2 45/23 2/−4
Patient 2 46/20 45/22 47/21 2/−1 47/24 0/3
Patient 3 45/20 42/26 42/24 0/−2 46/28 4/4
Patient 4 50/25 52/24 50/22 −2/−2 52/24 2/2
Patient 5 49/25 50/23 47/20 −3/−3 50/23 3/3
Patient 6 45/21 43/25 41/23 −2/−2 43/23 2/0
Patient 7 48/22 46/30 43/30 −3/0 43/27 0/−3
Patient 8 51/23 60/25 56/25 −4/0 53/18 −3/−7
Patient 9 47/22 46/22 39/24 −7/2 37/20 −2/−4
Inclination
Anteversion
47 ± 2◦ 47 ±6◦ 45 ±5◦ 2.7 ±2◦ 46 ±5◦ 2.0 ±1.3◦
22 ± 2◦ 25 ±3◦ 24 ±3◦ 1.6 ±1◦ 23 ±3◦ 3.3 ±1.9◦
(Average ± SD)
Figure 3: Digitalized representation of an AP radiograph centered
over the pelvis as well as the determination of the inclination
and anteversion using the software Imagika 1.50. To determine
the anteversion, the ratio of the major and minor ellipses was
used, which corresponds to the dark portion of the cup using the
method of Ackland. The inclination of the cup was determined by
measuring the angle between a line joining the ischial tuberosities
or the teardrops and a line through the long axis of the ellipse.
the cup were not signiﬁcantly diﬀerent than per-operative
ﬁnal reading angles (P = .5).
3.2.RadiographValidationfromPostoperativeCT-Scan. Post-
operative measurements of cup orientation from AP radio-
graphs centered over the pelvis showed average inclination
of 46◦± 5◦ and anteversion of 23◦± 3◦ values, after the
conversion to anatomical deﬁnition using the conversion
table of Murray [15], that were not signiﬁcantly diﬀerent
from the 3D reconstructed postoperative CT-scans (P = .5).
4. Discussion
4.1. Postoperative CT-Scans Validation. In this section, we
have compared the ﬁnal per-operative cup orientation to
postoperative CT-scans. These results are consistent with
previous studies performed on cadaver specimens (unpub-
lished data). Therefore, it can be considered that this system
is accurate with patients within an acceptable margin. In
regards to our results, small discrepancies can be explained
by system errors during the surgery (registration and
tracking accuracy) or methodological errors inherent to the
pre/postoperative model matching technique. One inherent
problem of the Navitrack and all CT-based navigation
systems during the surgery is the possible mismatching
between the virtual 3D model and the patient’s pelvis during
the initial registration part. Possible reasons for this are
related to the approximation of 2D scan images for those
patients during the segmentation, because a part of the
femoral head is often directly in contact with the wall of
the acetabulum, which is not the case in intact hips seen
in cadavers. Secondly, the removal of osteophytes during
the femoral head dislocation can lead to a mismatch during
the registration process. To solve this problem, a software
upgrade has been developed which rejects points that are
outside of the pelvis surface to insure a good matching
between the patient’s pelvis and those from the virtual 3D
model.
4.2. AP Radiographs Validation. In regards to the planar
radiographs, the measurement’s errors are most likely
attributable to the patient’s position on the table, since pelvic
tilt (ﬂexion/extension or lateral tilt) can modify the cup
projection on the ﬁlm [17, 18]. To evaluate this, a cup was
positioned in a plastic bone models using the Navitrack.
Next, using an angle ruler, it was shown that a pelvic tilt
of 10◦ (ﬂexion/extension or lateral tilt) leads to an error ofAdvances in Orthopedics 5
more than 8◦ on the AP radiographs in regards to the cup
inclination and anteversion (data not shown). Compared
to postoperative CT-scans, the results obtained from AP
radiographs are accurate, but they are subjected to a greater
error in determining the implant positioning. Our results
are well in line with Babisch and coll., 2008, showing that
the pelvis orientation is not precisely known during the AP
radiograph and the determination of the cup orientation is
thus approximated [18].
4.3.CT-BasedNavigationDevice. Theﬁrstobjectiveinvolved
in this study was to validate the angles provided by the
navigation system to position the acetabular cup prosthesis.
By using a CT-based navigation system, the goal was to
track the acetabular reamer and the cup impactor relative to
the patient’s 3D reconstructed pelvis. During the procedure,
after the reaming process assisted by the tracking system,
the Centerpulse (Zimmer) mechanical guide (not navigated)
was used to position the cup. Next, the surgeon unscrewed
the mechanical impactor and replaced it by the navigated
impactor without moving the cup, in order to evaluate the
errorindeterminingthecuporientationwiththemechanical
guide. In all cases, the inclination value was correct within 2◦
of error. However, in some cases, the anteversion was under-
or overestimated by 9◦, which is important to consider and
justiﬁes the utilisation of the navigation system presented in
this study [16]. In addition, it must be considered that the
reaming process was achieved using the navigated reamer,
which facilitates the ideal cup orientation through the use
of the mechanical impactor. Therefore, our results proposed
that the implant positioning using a navigation system
facilitates the surgeon’s control of the cup anteversion and
canhelpreducingvariabilityinimplantpositioning.Thelack
of precision resulting from the use of mechanical guides may
result in placement of the cup outside of the safe zone [19]
and therefore contributes to the potential risk of dislocation
afterTHA[9].Inaddition,thecuporientationwasmeasured
before and after the insertion of 2 screws to stabilize the
cup. In some cases, the cup moved by a maximum of 2◦
after screws insertion. Also, visualizing the instruments in
relationtothepelvismodelonthescreeninreal-timemotion
provides a good way to asses the functional aspect of the
joint. This may be relevant for surgeons who do not perform
that speciﬁc type of surgery regularly.
5. Conclusion
When performing a total hip replacement, the use of a navi-
gation device provides an additional tool in order to achieve
a better implant positioning. In fact, postoperative CT-scans
revealed that the ﬁnal cup position during the surgery is
in agreement with the orientation planned. Therefore, this
validation study is relevant and indicates that the use of this
navigation system is valid and precise to position the cup.
Next, postoperative AP radiographs normally used in clinic
are acceptable to determine the cup orientation, considering
that knowing the patient’s pelvis position on the table will
decrease the error when determining the cup orientation
from a 2D image, providing a crucial feedback to the surgical
outcome.
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